Objectives: To evaluate the feasibility, safety, and efficacy of the Occlutech V R PDA occluder for closure of patent ductus arteriosus (PDA). Background: The Occlutech V R PDA occluder is novel, self-shaping Nitinol wire device with PET (polyethylene terephthalate) patches integrated into the shank of the device to assure a better obturation of the ductus. The Occlutech V R PDA occluder has undergone two design modifications. Methods: A prospective, non-randomized pilot study was started in November 2011. Thirty-three patients were included until April 2013. Patients weighing <6 kg or those with associated cardiac anomalies that required surgery were excluded. All patients were followed up by transthoracic echocardiography at 24 hr, 30 days, 90 days, 180 days, and 360 days after implantation. Residual shunt, left pulmonary artery (LPA) and descending aortic velocities were among the parameters assessed. All occluders were delivered via 6-8 F long sheaths and PDA closures were performed following standard techniques. Results: Thirty three patients (20 female/13 male), with a median age of 2 years (6 month to 38 years), and median weight of 9.3 kg (6-69.2 kg) were included. The narrowest median PDA diameter was 3mm (1.8-5.8 mm). All the 33 patients were closed successfully using Occlutech ductal occluder, 16 patients (48.4%) had immediate and complete closure on angiography. Within 24 hr, color Doppler revealed complete closure in 27patients (81.8%), 32patients (97%) at 30 days, and in 100% of patients at 90 days. All patients with a large PDA had immediate residual shunt which was closed at the 90-day follow-up. There was no device embolization, hemolysis, or obstruction to the LPA or descending aorta. Conclusion: The new Occlutech V R PDA is safe and effective. In patients with a large PDA complete closure tended to take longer time.
INTRODUCTION
Patent ductus arteriosus (PDA) is one of the most common congenital heart defects and it is usually identified in childhood. Premature babies are more likely to have a PDA, and the condition occurs twice as often in girls as in boys. Since the first successful attempt of transcatheter closure by Porstmann in 1967 [1] a number of different devices have been developed and evaluated. Today, transcatheter closure of PDAs using This is an open access article under the terms of the Creative Commons Attribution-NonCommercial-NoDerivs License, which permits use and distribution in any medium, provided the original work is properly cited, the use is non-commercial and no modifications or adaptations are made.
nitinol-based, self-expanding occluder devices or coils has become the gold standard and the Amplatzer Duct Occluder (ADO) is currently among the most widely used devices [2, 3] . While device closure of PDAs in the current era has become a simple procedure with low risks, possible complications such as device embolization or protrusion of device into the left pulmonary artery and descending aorta, particularly in the younger age group [4, 5] can occur. Although PDA anatomies vary in shape, currently available devices are mainly suited for conically shaped PDAs (i.e., Krichenko type A morphology) [6] . The Occlutech V R PDA occluder has been developed to better address anatomic heterogeneities encountered among PDA patients and to further improve shunt closure. The objective of this study was to evaluate the feasibility, safety, and efficacy of the new Occlutech V R PDA occluder for PDA closure.
The Occlutech V R PDA occluder is made of a flexible and self-shaping nitinol wire mesh. The main body of the device consists of a tapered "shank" and a retention disk on the distal aortic side of the device. The shank is meant to be positioned across the narrowest part of the PDA. The proximal end of the shank (pulmonic end) has a diameter that is 1.5-2.0 mm larger than that of its aortic end and the retention disc has a diameter which exceeds the size of aortic end of the shank by 5.5-8.0 mm (Fig. 1) . Finally, PET patches are integrated into the shank to facilitate initial sealing and closure of the shunt (Fig. 1) .
The Occlutech V R PDA occluder has underwent two designs modifications. It is available in two different shank lengths, each coming in various sizes (Table II) .
METHODS
A prospective, non-randomized, 33 patients pilot study was started in November 2011. While recruiting of patients into the study has ended, patient follow up continues and this interim report includes patient data collected from study start until the end of April 2013. Approval of the Institutional Review Board (IRB) and informed consent were obtained prior to patient enrollment. All patients enrolled had clinical and echocardiographic evidence of PDA and each study participant underwent attempted transcatheter PDA closure with the Occlutech V R PDA occluder. Patients weighing <6 kg, those with associated cardiac anomalies that required cardiac surgery, and subjects with pulmonary vascular resistance (PVR) >8 Woods U m À2 were excluded from the study.
Closure Protocol
All PDAs were closed from the venous side according to the Instruction for Use (IFU) provided with the Occlutech V R PDA occluder [7] and as described elsewhere [8] ; fluoroscopy-and procedure-times were recorded. Hemodynamic data collected included pulmonary artery (PA) pressure, Q P :Q S ratio, PVR and left ventricular end diastolic pressure (LVEDP). Aortography was performed in straight lateral and right anterior oblique (RAO) 30 views to evaluate the position, shape, size, and length of the PDA and the aortic ampulla. Each PDA was classified according to Krichenko [6] . In addition, PDAs were defined as "large" if the narrowest PDA diameter was !3.5 mm (in patients with symptomatic heart failure), or !4 mm (in patients without symptoms). Small PDA was defined if measuring 2 mm. PDAs measuring between 2 and 3.5 mm were defined as "moderate." 
The New Occlutech
Size selection of the Occlutech V R PDA occluder was based on the narrowest diameter of the PDA. The aortic end of the occluder shank (diameter D2, Fig. 1a ) was sized at least 2.0 mm larger than the narrowest diameter of the ductus. For small to medium size PDAs device diameter A of 1.5-2.0 mm lager than the narrowest ductus diameter was selected.
Patient Evaluation
Post implantation angiograms were performed at 0 and 10 min after release to confirm device position and to evaluate residual shunts (Fig. 2b,d , and e). If a device was malpositioned (prior to release), it was recaptured and redeployed.
Residual shunts shown by angiography were graded as follows: Grade 1-none; Grade 2-small (dye filling only proximal pulmonary artery branches); Grade 3-moderate (dye filling the main pulmonary artery and extending to the distal branches); and Grade 4-significant (dye filling the main pulmonary artery and branches extending to the peripheral vessels with contrast return to the left atrium).
Patients were followed up at 24 hr, 30 days (or earlier for those with a significant residual shunt), 90 days, 180 days, and at 360 days by clinical examination and echocardiography. All patients were evaluated by clinical examination for the presence of murmur at 24 hr and in accordance with standard clinical care. Chest radiographs in the posteroanterior and lateral projections, detailed two-dimensional echocardiography examination to assess device position and residual shunts, and Doppler flow velocities of the left pulmonary artery and the descending aorta were performed at 24 hr, 30 days, 90 days, 180 days, and at 360 days. Residual shunts detected by echocardiography were graded as follows: Grade 1-none; Grade 2-trivial (a small color Doppler jet limited to the device); Grade 3-moderate (Doppler jet beyond the device but no audible murmur); and Grade 4-significant shunt (large Doppler jet with an audible murmur and continuous Doppler flow).
Statistical Analysis
Results are expressed as mean value AE SD or median and range, using Statistical Package for the Social Sciences (SPSS version 20).
RESULTS
The median age of the 33 patients was 2 years (range, 0.5-38 years) and median weight was 9.3 kg (range, 6.0-69.2 kg). Thirty-one patients (93.9%) had isolated PDAs. One patient (3%) had a mild coarctation of the aorta; and one had a hypoplastic left pulmonary artery with left lung hypoplasia that was confirmed by thoracic multi-slice computed tomography. All patients had continuous cardiac murmur on examination. PDAs were type A in 30 patients (90.9%), type E in 2 patients (6.1%) (Fig. 2b ) and type C in 1 patient (3%) (Fig. 2e) . Additional patient demographics, clinical parameters, and procedure related data for the 33 patients are summarized in (Table I) .
All 33 patients underwent successful PDA closure with the Occlutech V R PDA Occluder, and have completed the 360-days follow-up. Of the 33 patients who received the Occlutech V R PDA occluder, final angiography immediately following the procedure showed complete PDA closure in 16 patients (48.5%). A small residual shunt was seen in 10 patients (30.3%), a moderate residual shunt in 4 patients (12.1%), and 3 patients (9.1%) had a significant residual shunt with a soft systolic murmur. All 9 patients with large PDAs had residual shunts as assessed by angiography immediately after implantation.
Color Doppler data at 24-hr post-implantation showed that complete closure (no, or trivial residual shunt, Grades 1 and 2) was achieved in 24 patients (81.8%). Moderate residual shunt (Grade 3) was seen in 4 patients (12.1%) and 2 patients (6%) had significant residual shunt (Grade 4) with a soft systolic murmur. Thirty-two patients (97%) achieved complete closure at 30-day follow-up. One patient who had residual shunt at 30-day follow-up, showed complete closure at day 90 (Table III) . The patient with a mild coarctation of aorta continued to have the same peak systolic Doppler velocity in the descending aorta of 2.6 m sec À1 ( Fig. 2c and d) . The patient with a hypoplastic left pulmonary artery and with a hypoplastic left lung underwent successful immediate closure without the device affecting the right pulmonary artery.
Complications
There was no device embolization or hemolysis. None of the patients treated required blood transfusion. There were no femoral arterial or venous complications except for the patient with a pre-existing, mild coarctation, none of the patients showed LPA or descending aorta velocities >1.5 m sec À1 during follow up.
DISCUSSION
Patent ductus arteriosus (PDA) is among the most common congenital heart defects. Because virtually all PDAs, regardless of size and clinical presentation require closure, transcatheter closure has gained wide acceptance with excellent long term results and the procedure has become one of the most common procedures in the treatment of congenital heart disease [3, [9] [10] [11] . Despite its remarkable safety, complications such as device embolization to the pulmonary artery and aorta have been reported, as well as mild obstruction to the LPA and descending aorta, especially in small infants with large PDAs who require a relatively large device [4, 5] .
In this article, we report prospective, nonrandomized interim data on 33 patients, who underwent an attempt of transcatheter closure of PDA to assess the feasibly, safety and efficacy of the new Occlutech V R PDA occluder. As shown by fluoroscopy and procedure times, PDA closure with this novel PDA occluder was generally straight forward and simple procedure. The occluder exhibited a good safety profile without incidence of device embolization, hemolysis, or trauma to adjacent structures. Short-and mediumterm follow up showed no significant increased Doppler velocities in the LPA and descending aorta. When compared to the data collected from much larger series of Amplatzer Ductal Occluder studies [3, [9] [10] [11] , the immediate closure rates obtained with the Occlutech V R PDA occluder was comparable. While the incidence of significant residual shunts in patients with a large PDA was somewhat higher with the Occlutech Comparable to other PDA occluders, the Occlutech
PDA occluder tested here is constructed from an expandable nitinol wire mesh with PET fabric patches incorporated to seal and to effect closure of the PDA. In addition, the Occlutech V R PDA occluder is fitted with a retention disc on its distal, aortic end to prevent device embolization to the pulmonary artery. However a number of features, distinguish the Occlutech V R PDA occluder from the others. First, and fundamentally different to the Amplatzer Duct Occluder, the shank of the Occlutech V R PDA occluder is 2 mm larger at the pulmonic end than the aortic end. Our experience suggest that this feature provides additional stability of the device position and that it may reduce the risk of device embolization, particularly to the aorta in instances where a device needs to be retrieved post-release. The hub housing pointing out of the shank of the Occlutech V R PDA occluder is another positive feature which makes retrieval of the Occlutech V R PDA occluder by snaring the hub housing to the screw attachment and to the delivery cable easier than by having the hub housing placed in a recess (Fig. 1) . Finally, the Occlutech V R PDA occluder has a lower profile such that even the largest device (8/10) could be implanted using a 6F long sheath.
Complete occlusion at 10-min post implantation was seen in 16 patients (48.5%). Patients categorized as having a large PDA tended to have a residual shunt at 10 minutes post implant and on echocardiography at 24 hr. Of the nine patients with large PDA, three patients had a significant residual shunt, four patients had a moderate shunt, and two patients had a small residual shunt at 10 min. While shunt closure rates in these patients was an initial concern, all subjects with a significant residual shunt achieved complete closure at 90 days.
Study Limitations
This is a non-randomized prospective study that recruited a relatively small number of patients. The great majority of PDAs (90.9%) were of type A morphology (conical). A study enrolling a higher number of patients with less frequent PDA morphologies/ shapes would serve well to demonstrate the device's efficacy for the closure of PDA morphologies especially the large, long tubular PDA without constriction (type C).
CONCLUSIONS

The new Occlutech
V R PDA Occluder is safe and effective for the closure of type A PDAs. In large PDAs there is a tendency for residual shunts and delayed complete closure. Larger multicenter studies are required to further establish the safety and efficacy profile of Occlutech V R PDA Occluder and to more comprehensively assess its suitability for closure of less frequently seen non-type A PDAs.
